Lot # 08-08-100

Prepared by DMR
Prepared on 11/16/08

Analyzed on 11/29/08 and 1/2/08
analyzed by DMR and ALB

0.1024 0.1013
0.102 0.1022
0.1026 0.1006
0.1007 0.1018
0.0988 0.1018
0.1016 0.1023
0.1035 0.1009
0.1024 0.1082
0.1042 0.1006
0.1044 0.1056
0.104 0.1004
0.1036 0.0989
0.1032 0.0986
0.1006 0.0988
0.1024 0.1016
0.001593 0.002611

Target

0.102




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 11/30/2007 Today's Time = 1:23:43 AM
Bound File Name = Sim112907(33).0001.RAW
Sample Name = CCS
Date Taken = 11/30/2007 1:23:40 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
2 1.94 Ethanol 388536 0.0929
3 2.74 t-Butanol 1272690 0.9882
4 3.30 n-Propanol 1568686 1.0000
Printed on 11/30/2007 1:23:43 AM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 1:08:40 AM
Bound File Name = S8im112907(32).0001.RAW
Sample Name = CCS
Date Taken = 11/30/2007 1:08:38 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.94 Ethanol 379207 0.0882
3 274 t-Butanol 1302809 0.9834
4 3.30 n-Propanol 1613662 1.0000
Printed on 11/30/2007 1:08:40 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 1:38:49 AM
Bound File Name = Sim112907(34).0001.RAW
Sample Name = 0.10B-ALB
Date Taken = 11/30/2007 1:38:41 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 536632 0.1254 0.1024
3 2.74 t-Butanol 1293222 0.9814 0.8010
4 3.30 n-Propanol 1605103 1.0000 0.8162
Printed on 11/30/2007 1:38:49 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 11/30/2007

Bound File Name = Sim112907(35).0001.RAW
Sample Name = 0.10B-ALB

Date Taken = 11/30/2007 1:53:43 AM

Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Today's Time = 1:53:50 AM

VDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 530507 0.1249 0.1020
3 2.74 t-Butanol 1276342 0.9760 0.7966
4 3.30 n-Propanol 1592834 1.0000 0.8162
Printed on 11/30/2007 1:53:50 AM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 11/30/2007 Today's Time = 2:08:46 AM
Bound File Name = Sim112907(36).0001. RAW
Sample Name = 0.10B-ALB
Date Taken = 11/30/2007 2:08:41 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.94 Ethanol 544010 0.1257 0.1026
3 2.74 t-Butanol 1315283 0.9865 0.8052
4 3.30 n-Propanol 1623940 1.0000 0.8162
Printed on 11/30/2007 2:08:46 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 2:23:51 AM
Bound File Name = Sim112907(37).0001.RAW
Sample Name = 0.10B-ALB
Date Taken = 11/30/2007 2:23:49 AM VDH Headspace Alcohol
Method file = simsoin.met
Callibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 535119 0.1234 0.1007
3 2.74 t-Butanol 1303300 0.9757 0.7963
4 3.30 n-Propanol 1627086 1.0000 0.8162
Printed on 11/30/2007 2:23:51 AM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 11/30/2007 Today's Time = 2:38:53 AM
Bound File Name = Sim112907(38).0001.RAW
Sample Name = 0.10B-ALB
Date Taken = 11/30/2007 2:38:51 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 519339 0.1210 0.0988
3 2.74 t-Butanol 1289964 0.9757 0.7964
4 3.30 n-Propanol 1610356 1.0000 0.8162
Printed on 11/30/2007 2:38:53 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 11/30/2007

Bound File Name = Sim112907(39).0001.RAW
Sample Name = 0.10B-ALB

Date Taken = 11/30/2007 2:53:53 AM

Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Today's Time = 2:53:58 AM

VDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 520862 0.1245 0.1016
3 2.74 t-Butanol 1256075 0.9749 0.7957
4 3.30 n-Propanol 1569380 1.0000 0.8162
Printed on 11/30/2007 2:53:58 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 11/30/2007

Bound File Name = Sim112907(40).0001. RAW
Sample Name = 0.10B-ALB

Date Taken = 11/30/2007 3:08:54 AM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

] %’ ~3.30
-INT-

Today's Time = 3:09:00 AM

VDH Headspace Alcohol

Calibration Version = 1181

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 521753 0.1268 0.1035

3 2.74 t-Butanol 1240833 0.9791 0.7991

4 3.30 n-Propanol 1543704 1.0000 0.8162

Printed on 11/30/2007 3:02:00 AM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 3:24:01 AM
Bound File Name = Sim112907(41).0001.RAW
Sample Name = 0.10B-DMR
Date Taken = 11/30/2007 3:23:55 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/NOL Conversion
2 1.94 Ethanol 525560 0.1255 0.1024
3 2.74 t-Butanol 1259833 0.9764 0.7970
4 3.30 n-Propanol 1571610 1.0000 0.8162

Printed on 11/30/2007 3:24:01 AM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 11/30/2007 Today's Time = 3:39:07 AM
Bound File Name = Sim112907(42).0001.RAW
Sample Name = 0.10B-DMR
Date Taken = 11/30/2007 3:39:03 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 534539 0.1276 0.1042
3 2.74 t-Butanol 1269736 0.9843 0.8034
4 3.30 n-Propanol 1571251 1.0000 0.8162

Printed on 11/30/2007 3:39:.07 AM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 3:54:10 AM
Bound File Name = Sim112907(43).0001. RAW
Sample Name = 0.10B-DMR
Date Taken = 11/30/2007 3:54:04 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 524988 0.1279 0.1044
3 2.74 t-Butanol 1246283 0.9861 0.8048
4 3.30 n-Propanol 1539504 1.0000 0.8162

Printed on 11/30/2007 3:54:10 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 4:09:.04 AM
Bound File Name = Sim112907(44).0001. RAW
Sample Name = 0.10B-DMR
Date Taken = 11/30/2007 4:09:00 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.94 Ethanol 531081 0.1274 0.1040
3 2.74 t-Butanol 1265196 0.9851 0.8041
4 3.30 n-Propanol 1564339 1.0000 0.8162

Printed on 11/30/2007 4:09:04 AM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 11/30/2007

20
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Bound File Name = Sim112907(45).0001.RAW

Sample Name = 0.10B-DMR

Date Taken = 11/30/2007 4:24:03 AM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

3.0

35 ‘ 4.0 I 45 I 5.0
Today's Time = 4:24.08 AM

VVDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 523136 0.1270 0.1036

3 2.74 t-Butanol 1255491 0.9892 0.8074

4 3.30 n-Propanol 1545930 1.0000 0.8162

Printed on 11/30/2007 4:24:09 AM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 11/30/2007

25

Bound File Name = Sim112907(46).0001.RAW

Sample Name = 0.10B-DMR

Date Taken = 11/30/2007 4:38:58 AM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

a5 40 45 50
Today's Time = 4:39:01 AM

VDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 524638 0.1265 0.1032

3 2.74 t-Butanol 1247459 0.9763 0.7969

4 3.30 n-Propanol 1556352 1.0000 0.8162

Printed on 11/30/2007 4:39.01 AM

Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT

Today's Date = 11/30/2007

25

Bound File Name = Sim112907(47).0001.RAW

Sample Name = 0.10B-DMR

Date Taken = 11/30/2007 4:54.06 AM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

30 35 40 s 50
Today's Time = 4:54:10 AM

VDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 524379 0.1233 0.1006
3 2.74 t-Butanol 1287128 0.9827 0.8021
4 3.30 n-Propanol 1595400 1.0000 0.8162
Printed on 11/30/2007 4:54:10 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 5:09:14 AM
Bound File Name = Sim112907(48).0001.RAW
Sample Name = CCS
Date Taken = 11/30/2007 5:09:09 AM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak Ret Time Peak Area Amount
Number (min) Name % WTNOL
2 1.94 Ethanol 394023 0.0925
3 2.74 t-Butanol 1290901 0.9843
4 3.30 n-Propanol 1597442 1.0000

Printed on 11/30/2007 5:09:14 AM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 11/30/2007 Today's Time = 5:24:15 AM
Bound File Name = Sim112907(49).0001. RAW
Sample Name = CCS
Date Taken = 11/30/2007 5;24:09 AM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.94 Ethanol 397383 0.0966
3 2.74 t-Butanol 1255330 0.9913
4 3.30 n-Propanol 1542530 1.0000

Printed on 11/30/2007 5:24:15 AM

Page 1 of 1




Chrom Perfect Calibration File

File Name: " C:\Methods\BloodAlcohol4.cal

Version: 1204
Creator:
Description:

Reason for change:

Internal standard calibration
No injection volume correction
No sample weight correction

Area reject threshold: 5000
Reference peak area reject threshold: 0
Amount units:

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
] Expected retention time: 1.848 minutes

1.1 7 , Search window: 0.2 minutes

10 Internal standard component: 7 (n-Propanol)

094 No retention time reference component

o Group number: 0

0.8 '
% 0.7 - 4 High alarm 1.1m.1t: 0
X g6 Low alarm limit: 0
o 4 Component constant: 0
% 05-

0.4+ | Single peak quantification by area

0.3 .

] Y=2725271X+0

0.2+

017 Linear fit with equal weighting, forced to origin

0.0 4+——————————1—1—— Coefficient of determination: 0.9993389

0.00 0.05 0.10 0.15 0.20 0.25 0,30 0.35 0.40 Average error: 2.413%
Amount Ratio Average CF: 2.160474
RSD: 56.046%
Level Amount Response CalFactor Error,% AmountRatio ResponseRatio Source Date and time

1 0 ® - 0.000 0 0 Manual 4/11/2005 10:03:40 2

2 0.0203 128888.7 4398932 3.260 00293  8.245362E-02 Cn\Alcohol Data\Sim12310713im123107(2).0001BND  1/2/2008 10:58:03 A?

3 0.0889 3743583 4211005  -4.800 0.0889 02306481 C:\Aleohol Date\Sim123107\im123107(3).0001.BND  1/2/2008 11:13:01 A}

4 0.1928  817520.0 4240254  -3.045 01928 0.5094331 C:Alcohol Data\Sim123107\8im123107(4).0001.BND  1/2/2008 11:28:04 Al

5 03926 1730530 4407894 0.962 0.3926 1.080237 C:\Alcohol Data\Sim1231078im123107(5).0001L BND  1/2/2008 11:43:07 A}

Printed on 1/3/2008 8:49.21 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 10:28:21 AM
Bound File Name = Sim123107.0001.RAW
Sample Name = Blank
Date Taken = 1/2/2008 10:28:11 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1199
Peak Ret Time Peak Area Amount
Number (min) . Name % WT/VOL
1 1.30 Acetaldehyde 05945 <0.005
2 2.62 t-Butanol 1333575 1.0084
3 3.19 n-Propanol 1623881 1.0000
Printed on 1/2/2008 10:28:23 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohold-JFH.met. FMT
Today's Date = 1/2/2008 Todéy’s Time = 10:43:00 AM
Bound File Name = Sim123107(1).0001. RAW
Sample Name = TMX
Date Taken = 1/2/2008 10:42:54 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1199
Peak Ret Time Peak Area Amount
Number (min) Name % WTA/OL
2 1.30 Acetaldehyde 859101 0.1011
3 1.38 Methanol 441931 0.2021
4 1.92 Ethanol 06362 <0.005
5 213 Acetone 1469083 0.0836
6 2.27 Isopropanol 1216086 0.0748
7 2.62 t-Butanol 1315834 1.0141
8 3.19 n-Propanol 1593249 1.0000
Printed on 1/2/2008 10:43:00 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohoi4-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 10:58:03 AM
Bound File Name = Sim123107(2).0001.RAW
Sample Name = Std A
Date Taken = 1/2/2008 10:57:55 AM, VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1200
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.30 Acetaldehyde 19366 <0.005
2 1.85 Ethanol 128889 0.0303
3 2.13 Acetone 07563 <0.005
5 2.62 t-Butanol 1278618 1.0030
6 3.19 n-Propanol 1563166 1.0000
Printed on 1/2/2008 10:58:03 AM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 11:13:01 AM
Bound File Name = Sim123107(3).0001.RAW
Sample Name = Std B
Date Taken = 1/2/2008 11:12:56 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1201
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.30 Acetaldehyde 09807 <0.005
2 1.85 Ethanol 374358 0.0847
3 2.13 Acetone 06300 <0.005
5 2.62 t-Butanol 1296838 0.9782
6 3.19 n-Propanol 1623071 1.0000
Page 1 of 1

Printed on 1/2/2008 11:13:01 AM




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 1/2/2008 Today's Time = 11:28:04 AM
Bound File Name = 8im123107(4).0001 . RAW
Sample Name = Std C
Date Taken = 1/2/2008 11:27:58 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1202
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.31 Acetaldehyde 06343 <0.005
2 1.85 Ethanol 817521 0.1873
3 2.62 t-Butanol 1304868 0.9997
4 3.19 n—PropanoI 1604766 1.0000
Printed on 1/2/2008 11:28:04 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT

Today's Date = 1/2/2008 Today's Time = 11:43:06 AM
Bound File Name = Sim123107(5).0001.RAW
Sample Name = Std D

Date Taken = 1/2/2008 11:42:58 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met ‘
Calibration file = BloodAlcohol4.cal Calibration Version = 1203
Peak Ret Time Peak Area Amount
Number (min) Name \ % WT/NVOL
2 1.85 Ethanol ' 1730539 0.3973
3 2.62 t-Butanol 1319480 1.0129
4 3.19 n-Propanol 1601999 1.0000

Printed on 1/2/2008 11:43:07 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 1/2/2008 Today's Time = 11:58:19 AM
Bound File Name = Sim123107(6).0001.RAW -
Sample Name = NIST 0.08

Date Taken = 1/2/2008 11:58:12 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak : Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 327275 0.0754
3 2.62 t-Butanol 1297909 0.9990
4 3.19 n-Propanol 1592293 1.0000

Printed on 1/2/2008 11:58:19 AM ' Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 1/2/2008 Today's Time = 4:13:41 PM
Bound File Name = Sim123107(23).0001.RAW
Sample Name = 0.10B DMR
Date Taken = 1/2/2008 4:13:35 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration fite = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 1.85 Ethanol 542101 0.1241 0.1013
3 2.62 t-Butanol 1299326 0.9933 0.8107
4 3.19 n-Propanol 1603199 1.0000 0.8162
Printed on 1/2/2008 4:13:41 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 4:28:38 PM
Bound File Name = Sim123107(24).0001. RAW
Sample Name = 0.10B DMR
Date Taken = 1/2/2008 4:28:33 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration fite = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 546303 0.1252 0.1022
3 2.62 t-Butanol 1288207 0.9857 0.8046
4 3.19 n-Propanol 1601690 1.0000 0.8162
Printed on 1/2/2008 4:28:38 PM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT

Today's Date = 1/2/2008

Bound File Name = Sim123107(25).0001.RAW

Sample Name = 0.10B DMR

Date Taken = 1/2/2008 4:43:34 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 4:43:38 PM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 558265 0.1233 0.1006

3 2.62 t-Butanol 1422857 1.0494 0.8565

4 3.19 n-Propanol 1661774 1.0000 0.8162

Printed on 1/2/2008 4:43:38 PM
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 4:58:39 PM
Bound File Name = Sim123107(26).0001 . RAW
Sample Name = 0.10B DMR
Date Taken = 1/2/2008 4:58:36 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 554938 0.1247 0.1018
3 2.62 t-Butanol 1315953 0.9880 0.8064
4 3.19 n-Propanol 1632357 1.0000 0.8162
Printed on 1/2/2008 4.58:39 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 5:13:45 PM
Bound File Name = Sim123107(27).0001.RAW
Sample Name = 0.10B DMR
Date Taken = 1/2/2008 5:13:38 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 544117 0.1247 0.1018
3 2.62 t-Butanol 1295638 0.9919 0.8096
4 3.19 n-Propanol 1600899 1.0000 0.8162
Printed on 1/2/2008 5:13:46 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 5:28:44 PM
Bound File Name = Sim123107(28).0001.RAW
Sample Name = 0.10B DMR
Date Taken = 1/2/2008 5:28:39 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 540622 0.1254 0.1023
3 2.62 t-Butanol 1291043 1.0002 0.8163
4 3.19 n-Propanol 1582022 1.0000 0.8162
Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/2/2008

Bound File Name = Sim123107(29).0001. RAW

Sample Name = 0.10B DMR

Date Taken = 1/2/2008 5:43:39 PM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Today's Time = 5:43:46 PM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 554858 0.1237 0.1009
3 2.62 t-Butanol 1331855 0.9915 0.8093
4 3.19 n-Propanol 1646248 1.0000 0.8162
Printed on 1/2/2008 5:43:47 PM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 5:58:53 PM
Bound File Name = Sim123107(30).0001.RAW
Sample Name = 0.10B ALB
Date Taken = 1/2/2008 5:58:47 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 578226 0.1325 0.1082
3 2.62 t-Butanol 1295976 0.9923 0.8099
4 3.19 n-Propanol 1600759 v 1.0000 0.8162
Printed on 1/2/2008 5:58:53 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 6:14:00 PM
Bound File Name = Sim123107(31).0001. RAW
Sample Name = 0.10B ALB
Date Taken = 1/2/2008 6:13:54 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 523129 0.1232 0.1006
3 2.62 t-Butanol 1256660 0.9889 0.8071
4 3.19 n-Propanol 1557519 1.0000 0.8162
Printed on 1/2/2008 6:14:00 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/2/2008

Bound File Name = Sim123107(32).0001 RAW

Sampie Name = 0.10B ALB

Date Taken = 1/2/2008 6:28:43 PM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

35 40 s
Today's Time = 6:28:48 PM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 556705 0.1294 0.1056

3 2.62 t-Butanol 1274377 0.9891 0.8073

4 3.19 n-Propanol 1579089 1.0000 0.8162

Printed on 1/2/2008 6:28:48 PM
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 6:43:55 PM
Bound File Name = Sim123107(33).0001.RAW
Sample Name = 0.10B ALB
Date Taken = 1/2/2008 6:43:51 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 549244 0.1230 0.1004
3 2.62 t-Butanol 1328779 0.9939 0.8112
4 3.19 n-Propanol 1638568 1.0000 0.8162
Printed on 1/2/2008 6:43:55 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 7:14:00 PM
Bound File Name = Sim123107(35).0001.RAW
Sample Name = 0.10B ALB .
Date Taken = 1/2/2008 7:13:53 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VVOL Conversion
2 1.85 Ethanol 544313 0.1208 0.0986
3 2.62 t-Butanol 1348311 0.2994 0.8157
4 3.19 n-Propanol 1653474 1.0000 0.8162
Printed on 1/2f2008 7:14:00 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/2/2008

T
25

Bound File Name = Sim123107(36).0001.RAW

Sample Name = 0.10B ALB

Date Taken = 1/2/2008 7:28:50 PM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

t k L
T T
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3.0 35 4.0 45
Today's Time = 7:28:56 PM

VDH Héadspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 544744 0.1210 0.0088

3 2.62 t-Butanol 1313521 0.9748 0.7957

4 3.19 n-Propanol 1651415 1.0000 0.8162

Printed on 1/2/2008 7:28:56 PM
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 7:44:03 PM
Bound File Name = Sim123107(37).0001.RAW
Sample Name = CCS
Date Taken = 1/2/2008 7:43:58 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WTNOL Conversion
2 1.85 Ethanol 411285 0.0921 0.0751
3 2.63 t-Butanol 1328857 0.9936 0.8109
4 3.20 n-Propanol 1639213 1.0000 0.8162

Printed on 1/2/2008 7:44:.03 PM
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 7:58:53 PM
Bound File Name = Sim123107(38).0001 RAW
Sample Name = CCS
Date Taken = 1/2/2008 7:58:51 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 385947 0.0876 0.0715
3 2.62 t-Butanol 1309777 0.9925 0.8101
4 3.19 n-Propanol 1617441 1.0000 0.8162
Printed on 1/2/2008 7:58:53 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1000 |

800

600

400

o
©
o

)

)
s
(]
)
H /L L
T

200 R
0 B T : T T
o 15 20 25 30 35 40 45 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 3:43:38 PM
Bound File Name = Sim123107(21).0001.RAW
Sample Name = CCS
Date Taken = 1/2/2008 3:43:32 PM VDH Headspace Aicohol
Method file = simsoln.met '
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 396946 0.0899 0.0734
3 2.62 t-Butanol 1315671 0.9949 0.8121
4 3.19 n-Propanol 1620680 1.0000 0.8162

Printed on 1/2/2008 3:43:38 PM
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/2/2008

Bound File Name = Sim123107(22).0001.RAW

Sample Name = CCS

Date Taken = 1/2/2008 3:58:28 PM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Today's Time = 3:58:34 PM

VVDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 394873 0.0873 0.0712

3 2.62 t-Butanol 1343704 0.9918 0.8095

4 3.12 n-Propanol 1660481 1.0000 0.8162

Printed on 1/2/2008 3:58:35 PM

Page 1 of 1




